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2efractive-index measurements of zinc germanium 
iphosphide at 300 and 77 K by use of a 
odified Michelson interferometer 
len D. Gillen and Shekhar Guha 
A method to determine the absolute refractive index of materials available in the shape of ﬂat wafers with 
parallel sides by using interferometric techniques is presented. With this method, nondestructive, 
sample-speciﬁc measurements can be made. The method is tested by using silicon, germanium and zinc 
selenide, and measurements for both the ordinary and extraordinary axes of ZnGeP2 for temperatures of 
300 and 77 K are reported. © 2004 Optical Society of America 
OCIS codes: 120.3180, 120.4290, 160.4760, 160.6000. a
t
m
T
f
t
d
o
i
t
i
r
s
o
i
d
t
p
m
c
g
w
m
m
t
i
o
p
I
i
v
l. Introduction 
t is important to know the absolute refractive indices 
f materials for most optical applications, especially 
or nonlinear light–matter interactions. Two meth­
ds for accurately measuring the refractive index of a 
aterial are the minimum deviation method1,2 and 
llipsometry.3–5 The minimum deviation method is 
ypically used for bulk materials, where some portion 
f the material is polished into the shape of a wedge 
r a prism. Ellipsometry is an accurate method for 
easuring the refractive index of thin ﬁlms deposited 
n a substrate. Unfortunately, many infrared ma­
erial samples grown as wafers with a thickness of a 
ew millimeters or less do not easily fall into either of 
hese two categories. 
For the types of material that can be manufactured 
ufﬁciently thick for accurate wedge- or prism-
haped samples to be formed, other challenges arise. 
lthough refractive-index measurements performed 
y the minimum deviation method are highly accu­
ate, they do require the sacriﬁce of some portion of 
he material to be precisely and destructively ground 
nto the shape of a wedge or a prism. Second, vari-
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erials composed of the same compounds but 
anufactured by different freezing techniques.6 
he optical activity of the material can even vary 
rom one growth run to another run with the same 
echnique.7,8 The minimum deviation method con­
ucts refractive-index measurements for one portion 
f the material and then assumes that the refractive 
ndex for all of the other samples is the same as the 
est sample. Owing to the possibility that variations 
n the optical properties of a particular type of mate­
ial can occur from one sample to another, making 
ample-speciﬁc measurements can serve as yet an­
ther factor in conﬁrming the purity and quality of an 
ndividual sample. 
Many linear and nonlinear infrared materials have 
ifferent optical and nonlinear properties at room 
emperature and at cryogenic temperatures,9 which 
resents the ﬁnal challenge for the use of the mini­
um deviation method. It is experimentally more 
hallenging to adapt this method to samples at cryo­
enic temperatures because of ambient atmospheric 
ater condensation on the sample or other instru­
entation. 
In this paper we present an accurate alternative 
ethod for conducting sample-speciﬁc, nondestruc­
ive refractive-index measurements on wafer-shaped 
nfrared materials, by rotating the sample in one arm 
f a Michelson interferometer. C. A. Proctor ﬁrst 
roposed this method almost a century ago in 1907.10 
n the 1960s, M. S. Shumate provided the ﬁrst exper­
mental data using this technique using light in the 
isible spectrum.11,12 Shortly thereafter, Chamber­
ain et al. adopted this method to a Mach–Zehnder 
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wig. 1. Schematic of the experimental setup. The sample is 
ounted to the bottom of a liquid-nitrogen Dewar inside a small 
acuum chamber. The sample–Dewar assembly is connected to a 
otation stage outside the vacuum chamber by means of a hollow-
hafted rotary feed through. BS, beam splitter. 
nterferometer by using a HCN maser as the light 
ource with a wavelength of 337 �m.13 Recently, 
his method has been used to measure the refractive 
ndices of various solids14–17 and even liquids.18,19 
. Experiment 
nGeP2 is a nonlinear optical material that has re­
eived a lot of attention for nonlinear processes, in­
luding frequency doubling of carbon dioxide 
asers20–23 and optical parametric oscillation.24 In 
his paper we apply Proctor’s method to the infrared 
avelengths and measure the refractive indices of 
nGeP2 for temperatures of 300 and 77 K. To the 
est of our knowledge, we are the ﬁrst to directly 
easure the absolute refractive indices of ZnGeP2 at 
7 K. 
Figure 1 shows the experimental setup utilizing a 
ichelson interferometer and a precision rotation 
tage. The laser source used is a chopped, 
ontinuous-wave, grating-tuned CO2 laser from Ac­
ess Laser Company. The measured output power 
t 10.611 �m is  �400 mW, and the laser beam is 
olarized in the horizontal direction. The sample is 
ounted on a rotation stage �Newport general-
urpose interface bus-controlled Model 495 ACC� 
ith a rotational resolution of 0.001°. The sample is 
otated about the vertical axis, with the plane of in­
idence horizontal. A small area of the interference 
attern is collected by using a pinhole �200-�m diam­
ter�, and the partial pattern intensity is recorded as 
 function of the incident angle. 
The time-independent electric ﬁeld of the laser be­
ore the beam splitter as a function of the optical axis, 
, can be written as 
E� z0� � A0 exp�ikz0� xˆ , (1) 
here A0 is the initial amplitude, k is the complex 
ave number, z0 is the position of the beam splitter, 
nd xˆ is the direction of polarization. Using Eq. �1�, 
nd letting z0 � 0, the electric ﬁeld at the detector 
rom the reference arm beam is 
E � z � � A exp�i� � xˆ , (2) r D r r� 
ig. 2. Illustration of �a� a sample oriented with its normal par­
llel to the incident laser beam and �b� the two angle-dependent 
ptical distances, nd� and z�. 
here the amplitude, Ar, is a function of the reﬂection 
oefﬁcient of the beam splitter, Rbs, or  
Ar � A0 �Rbs�1 � Rbs� . (3) 
his is assuming that the refractive index of the 
eam splitter is purely real; i.e., the material is non­
bsorptive. The phase of the reference arm at the 
etector, �r in Eq. �2�, is  
2� 
�r � �2zrm � zod�, (4) 
here zrm is the distance between the beam splitter 
nd the reference arm mirror, and zod is the distance 
etween the beam splitter and the detector. 
As the sample is placed in one arm of the inter­
erometer and rotated, two changes in the optical 
ath occur for each pass through that arm as illus­
rated in Fig. 2. For a sample that is oriented such 
hat the normal to the surface is parallel to the inci­
ent laser path, the optical distance between the 
eam splitter and the sample mirror is z1 � nd � z2. 
f the sample is oriented at some other angle, �, as
llustrated in Fig. 2 then the optical path per pass is 
1 � �nd� �  z�� � z2, where nd� is the new optical 
istance through the sample and z� is the additional 
istance traveled through the air. The optical path 
nd� �  z�� can be found to be 
d �n2 � sin2 � � 1 � cos �, (5) 
hile the angle-independent phase terms for the rest 
f the optical path of the sample beam to the detector 
an be lumped together as a constant, �s. Therefore 
he electric ﬁeld at the detector due to the sample arm 
as the form 
Es� zD� � As exp
�
�4�� id ��n2 � sin2 � � 1 � cos �� 
� i�s xˆ , (6) 
here 
A � A �1 � R �2 , (7) s r s
1 April 2004 � Vol. 43, No. 10 � APPLIED OPTICS 2055 
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ig. 3. �a� Recorded interferogram for a ZnGeP2 sample with the 
aser polarization aligned with ne and �b� a close-up of the recorded 
oints for large angles. 
f the sample is nonabsorptive and 
As � Ar�1 � Rs�
2 exp � 
4��d 
(8) 
f the refractive index of the sample is complex. 
Superposing the ﬁelds of the sample arm and the 
eference arm at the detector will result in a total 
ntensity at the detector of 
4�d 
ID � Ar 
2 � As 
2 � 2 Ar As cos� ��n2 � sin2 � 
� 1 � cos �� � �0 , (9) 
here Ar and As are the amplitudes of the electric 
elds of the reference beam and the sample beam, 
espectively, and �0 is the relative phase offset for ��
°. For this model the angular variation of Rs �or the 
ngle dependence of the surface reﬂectivities� is con­
idered to be negligible over small, ��8 or less, rota­
ions of the sample. If the angular dependence of Rs 
ere included, it would manifest itself only as an 
mplitude variation of As and would not affect the 
ngular position of the observed fringes. 
For measurements at cryogenic temperatures the 
ample is held in a mount in thermal contact with the 
ottom of a liquid-nitrogen Dewar. To prevent room 
oisture from condensing and freezing on the sur­
aces of the sample, the entire sample mount and 
iquid-nitrogen cell assembly is housed inside a small 
acuum chamber. The sample–liquid-nitrogen as­
embly is rotated by the rotation stage outside the 
acuum chamber by means of a hollow-shafted rota­
ion feed through. 
The fractional portion of the interference pattern 
bserved through the pinhole aperture as a function 
f the sample angle is displayed in Fig. 3, an inter­
erogram observed for a ZnGeP2 sample with a thick­
ess of 2.906 mm. The interference pattern is 
ecorded as the sample is rotated from a negative 
ngle, through zero, to a set positive angle. As the 
ample rotates through an angle of zero, where the 056 APPLIED OPTICS � Vol. 43, No. 10 � 1 April 2004 � 
ig. 4. Experimental and calculated angular phase delay for the 
nterferogram of Fig. 3 as a function of the incident angle, �. 
ample face is perpendicular to the incident laser 
eam, an additional interference pattern is observed, 
hich is a result of the reﬂection off the front surface 
f the sample, acting as another arm in the inter­
erometer. The central portion of the interferogram 
s thus ignored in the data analysis. The maxima 
nd minima observed in Fig. 3 as a function of the 
ample angle are a result of the change in optical 
istance between the two arms in the interferometer. 
he angular position of each maximum and mini­
um is extracted from the data and ﬁtted to 
m���� � 
4�d 
��n2 � sin2�� � �0� � cos�� � �0� 
� 1� � �0. (10) 
he values assigned to m��� are even and odd inte­
ers for maxima and minima, respectively. The 
ariables extracted from the numerical ﬁt are n, �0, 
nd �0. Figure 4 shows the data points and calcu­
ated ﬁt for the interferogram observed in Fig. 3. 
The ﬁt parameters �0 and �0 act as horizontal and 
ertical shifts, respectively, for the calculated ﬁt, 
hile n determines the degree of vertical bend. The 
arameter �0 accounts for any slight discrepancy of 
he rotation stage origin with respect to normal inci­
ence of the laser path. The parameter �0 is the 
ractional fringe value at normal incidence due to the 
ifference in optical paths between the sample arm 
nd the reference arm of the interferometer for an 
ngle of � �  0° and will vary from 0 to � if the 
bserved intensity is a maximum or a minimum, re­
pectively. Typical �2 values for the calculated ﬁts 
re of the order of 10�12. The largest contributor to 
he uncertainty of the measurements is that of the 
hickness of the sample. The sample thickness is 
easured by use of a high-precision micrometer with 
 resolution of �1 �m, which is comparable with the 
egree of uniform parallelism found for many of the 
amples studied. This leads to fractional uncertain­
ies in d of approximately 10�3 or less for millimeter-
ized samples. Uncertainties in the angular 
easurement for each point range from 10�4 to 10�5, 
hile the uncertainty of � is of the order of 10�5. 
Measurements of the refractive indices of elemen­
al semiconductors silicon and germanium were con­
ucted as a calibration of the system ﬁrst. For a 
lightly larger range in measured refractive-index 
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2Table 1. Refractive-Index Measurements for Ge, Si, and ZnGeP2, and 
Their Uncertaintiesa 
Temp.
 
Sample n, Measured �K� Accepted Value Ref.
 
Ge 4.003 � 0.002 300 4.0038 at 10.5 �m  25
Si 3.428 � 0.007 300 3.4215 at 10.0 �m  26
ZnSe 2.401 � 0.003 300 2.4034 at 10.6 �m  27
ZnGeP2 no � 3.079 � 0.003 300 3.0738 at 10.5 �m  28
ne � 3.108 � 0.005 300 3.1137 at 10.5 �m  28
ZnGeP2 no � 3.055 � 0.004 77 
ne � 3.082 � 0.006 77 
aAll measurements are for a wavelength of 10.6 �m. 
alues, a ZnSe window was measured as well. The 
esults of these measurements along with those mea­
ured for the ordinary and extraordinary axes of 
nGeP2 are seen in Table 1 and are compared with 
heir accepted values. The measurements reported 
re the average and standard deviation for at least 10 
epeated measurements. The accepted values for 
ll of the sample types measured fall within the third 
ecimal uncertainties of the measurements. Al­
hough this experiment was designed to measure ab­
olute values of refractive index, the more precise 
irefringence value can be determined from the data. 
he birefringence of ZnGeP2 at 100 K predicted by 
ischer and Ohmer29 of 0.037 resides in the upper 
ange of the uncertainty of our measurements of 
.027 � 0.01. 
.	 Summary 
 simple method for measuring the refractive index 
f thin, ﬂat-parallel materials in the long-wave infra­
ed regime is demonstrated here. In addition, the 
ethod has been extended for long-wave infrared 
easurements to be performed on cryogenic samples. 
o the authors’ knowledge, refractive-index measure­
ents for ZnGeP2 at 77 K are reported for the ﬁrst 
ime. Although the uncertainties of this method 
imit refractive-index measurements to the third dec­
mal place, it is advantageous over the minimum de­
iation method as it provides quick, nondestructive 
easurements for speciﬁc samples. Results ob­
ained thus far agree well with their known values, 
llowing measurements by this technique to be an­
ther reliable aid in the nondestructive characteriza­
ion and identiﬁcation of long-wave infrared 
aterials. The measurement precision can be ex­
ended to the fourth decimal place with improved 
esolution in the thickness measurement as well as 
y using samples with better ﬂatness and parallel­
sm. A disadvantage of this method is the require­
ent for a wavelength stabilized laser source and a 
ome-built Dewar–vacuum-chamber assembly for 
ryogenic measurements. 
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